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Severe acute respiratory syndrome (SARS) was discovered during a recent global outbreak of atypical 
pneumonia. A number of immunologic and molecular studies of the clinical samples led to the conclusion that 
a novel coronavirus (SARS-CoV) was associated with the outbreak. Later, a SARS resequencing GeneChip was 
developed by Affymetrix to characterize the complete genome of SARS-CoV on a single GeneChip. The present 
study was carried out to evaluate the performance of SARS resequencing GeneChips. Two human SARS-CoV 
strains (CDC#200301157 and Urbani) were resequenced by the SARS GeneChips. Five overlapping PCR 
amplicons were generated for each strain and hybridized with these GeneChips. The successfully hybridized 
GeneChips generated nucleotide sequences of nearly complete genomes for the two SARS-CoV strains with an 
average call rate of 94.6%. Multiple alignments of nucleotide sequences obtained from SARS GeneChips and 
conventional sequencing revealed full concordance. Furthermore, the GeneChip-based analysis revealed no 
additional polymorphic sites. The results of this study suggest that GeneChip-based genome characterization 
is fast and reproducible. Thus, SARS resequencing GeneChips may be employed as an alternate tool to obtain 
genome sequences of SARS-CoV strains pathogenic for humans in order to further understand the transmis- 
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sion dynamics of these viruses. 


A unique coronavirus associated with severe acute respira- 
tory syndrome (SARS-CoV) was discovered in a global out- 
break of atypical pneumonia during 2002 to 2003. The first case 
of SARS was identified in the Guangdong Province of China, 
and SARS eventually spread to over 29 countries. The impact 
of SARS was severe, with 800 deaths among the approximately 
8,400 infected individuals. Several studies revealed the SARS 
agent to be a novel coronavirus with a positive-stranded RNA 
genome, which had never been detected in humans before. 
Furthermore, nucleotide sequence characterization of the 
whole genome confirmed that SARS-CoV had the largest ge- 
nome of any known RNA virus and was not closely related to 
any previously described coronaviruses (1, 6-8). Nevertheless, 
the zoonotic origin of the outbreak has also been suggested (3). 

The National Institute of Allergy and Infectious Diseases 
(NIAID) launched the SARS-CoV array program to develop a 
rapid diagnostic tool that could improve understanding of the 
pathogen. As a part of this research program, the SARS rese- 
quencing GeneChip was made by Affymetrix (Santa Clara, 
Calif.), which can interrogate 29,724 bases of SARS-CoV in a 
single hybridization. In this study, the performance of SARS 
resequencing GeneChips was assessed by hybridizing two 
strains of SARS-CoV infecting humans. 
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MATERIALS AND METHODS 


Virus RNA and RT-PCR. SARS-CoV RNA was extracted from infected Vero 
cells by the guanidinium acid-phenol method as described before (8). Five 
overlapping fragments (5.0 kb, 6.5 kb, 6.8 kb, 6.5 kb, and 7.3 kb) were generated 
for the CDC#200301157 and Urbani genomes. The Urbani genome was ampli- 
fied using a long reverse transcription-PCR (RT-PCR) protocol as described 
before (8). However, the CDC#200301157 genome was amplified by the Super- 
Script one-step RT-PCR kit for long templates (Invitrogen, Carlsbad, Calif.). 
The cDNA products were analyzed by agarose gel electrophoresis and visualized 
after ethidium bromide staining. 

Pooling and quantitation of PCR products. The cDNA products were purified 
by the QIAquick cleanup kit (QIAGEN, Valencia, Calif.). The concentration of 
these amplified products was measured at A 6, in a NanoDrop-1000 spectropho- 
tometer (Rockland, Del.). Equimolar amounts of these amplicons covering the 
entire SARS genome were pooled prior to fragmentation and labeling to achieve 
maximum sequence information in a single GeneChip hybridization. 

Fragmentation and labeling of PCR products. Pooled cDNA amplicons were 
fragmented using the GeneChip fragmentation reagent (Affymetrix) in a ther- 
mocycler (preheated at 37°C with a single cycle of 37°C for 15 min, 95°C for 15 
min, and 4°C hold) and visualized on a 4 to 20% Novex Tris-borate-EDTA gel 
(Invitrogen) to ensure that an optimal range of fragment sizes (20 to 200 bp) was 
achieved. Subsequently, the fragmented samples were end labeled using the 
GeneChip labeling reagent (Affymetrix) while incubating at 37°C for 2 h, fol- 
lowed by inactivation at 95°C for 15 min. Samples were then cooled on ice and 
stored at —20°C until hybridization was achieved. 

Hybridization and staining of the amplified product. The SARS resequencing 
GeneChips were equilibrated at room temperature for 15 min before hybridiza- 
tion. Prehybridization was accomplished by filling each GeneChip with 200 jl of 
prehybridization buffer (10 mM Tris, pH 7.8, 0.01% Tween 20) followed by 
placing it in a GeneChip hybridization oven (Affymetrix) set at 45°C and rotating 
at 60 rpm for 15 min. To 60 wl of fragmented and labeled cDNA samples was 
added 160 wl of freshly prepared hybridization cocktail (3 M tetra methyl am- 
monium chloride, 10 mM Tris, pH 7.8, 0.01% Tween 20, 500 g/ml acetylated 
bovine serum albumin [BSA], 100 g/ml herring sperm DNA, with 0.26 pg of 
fragmented and labeled 7.5-kb DNA serving as positive hybridization control), 
and this mixture was denatured by placing the tubes at 95°C for 5 min and 
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TABLE 1. Call rate in SARS resequencing GeneChips hybridized 
with two strains of SARS-CoV infecting humans at GDAS 
default homozygote model settings 


; e Call rate No. of Accura 
suai nme Genechis (%) discordant calls (%) 
CDC#200301157% 

SARS3° 93.6 0 100 
SARS4 90.7 0 100 
SARS7 96.5 0 100 
SARS8? 96.4 0 100 
SARS112 95.8 0 100 
Urbani* 
SARS6 90.2 0 100 
SARS9 96.5 0 100 
SARS10° 96.3 0 100 
SARS12° 95.7 0 100 


* The results are based on 28,720 bases for each SARS GeneChip. The last 
1,004 bases were excluded from the data analysis. 

’ GeneChips were rehybridized with freshly prepared hybridization cocktail 
using the same target cDNA long-range RT-PCR. 


equilibrated at 45°C for 5 min. The prehybridization buffer was removed and 
replaced with equilibrated hybridization solution and placed in a GeneChip 
hybridization oven rotating at 60 rpm for 16 h at 45°C. After completion of 
hybridization, the hybridization solution was removed and the GeneChips were 
completely filled with 200 xl of nonstringent buffer (6 sodium phosphate buffer 
[SSPE; 1x SSPE is 0.18 M NaCl, 10 mM NaH,PO,, and 1 mM EDTA, pH 7.7, 
0.01% Tween 20]). 

Washing and staining were carried out in a GeneChip FS-450 fluidics station 
(Affymetrix). Staining was done twice with a solution containing 6X SSPE, 0.01% 
Tween 20, 2 mg/ml acetylated BSA, and 10 g/ml streptavidin—R-phycoerythrin 
conjugate (SAPE). One additional cycle was completed with an antibody-wash 
mixture (6X SSPE, 0.01% Tween 20, 2 mg/ml acetylated BSA, 3 g/ml biotin- 
ylated antistreptavidin, and 100 g/ml goat immunoglobulin G) to remove excess 
SAPE. Finally, the hybridized, washed, and stained GeneChips were scanned on 
a GeneChip scanner (Affymetrix). The GeneChip operating software version 
3.0.2 (GCOS) program (Affymetrix) was used to operate both the fluidics station 
and scanner. 

SARS GeneChips and data analysis. The SARS resequencing GeneChip con- 
sists of eight unique 25-mer probes per base position, which is varied at the 
central position to incorporate each possible nucleotide (A, C, G, or T) to detect 
both known as well as novel single-nucleotide polymorphisms (SNPs). The pub- 
lished sequence (AY274119) from the Canada Genome Science Centre was tiled 
as the reference sequence, and additional variants were identified by tiling three 
other published sequences (AY278741, AY278491, and AY278554). The data 
were analyzed by GeneChip DNA analysis software (GDAS), which employs the 
ABACUS algorithm of Cutler et al. (4). ABACUS is an automated statistical 
system that provides quality scores to individual genotypes and determines 
whether the site is polymorphic or not; in the GDAS implementation, it can 
analyze the Affymetrix GeneChip hybridization data and provides automatic 
calls. It can be applied in experiments with diploid or haploid target sequences. 
The algorithm of this program provides specific models for the presence or 
absence of various genotypes in the samples. There are 5 genotype models (A, C, 
G, T, and no call) for haploid data sets and 11 genotype models (A, C, G, T, AC, 
AG, AT, CG, CT, GT, and no call) for diploid data sets (4). The data were also 
examined by RATools, which is an implementation of the ABACUS algorithm 
and provides a rigorous framework for the analysis of resequencing GeneChips 
(4). The open source of RATools is publicly available at http://www.dpgp.org/. 
Multiple alignments of the SARS-CoV nucleotide sequences were carried out 
with the DNAsp (9) and CLUSTALX (10) programs. 


RESULTS 


A total of nine Affymetrix SARS GeneChips were hybrid- 
ized to resequence the two strains of SARS-CoV infecting 
humans (four with strain Urbani and five with strain 
CDC#200301157; Table 1). These strains had been sequenced 
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before by us to high redundancy by capillary-based dideoxy 
sequencing on an ABI 3730 sequencer. For approximately 60 
kb of the two SARS genomes generated by capillary sequenc- 
ing, the average consensus phred quality value was 90 with 
9.1-fold average redundancy (data not shown). Nucleotide se- 
quences obtained by GeneChips (present study) were com- 
pared with previously generated sequences. The PCR amplifi- 
cation of the last 1,004 bases for both strains was inconsistent. 
Therefore, this portion of the genome was excluded from the 
data analysis while evaluating the performance of SARS rese- 
quencing GeneChip hybridization results in the study. 

A small amount of purified RT-PCR products (11.6 pl with 
a 100-ng/1 concentration) was required to hybridize each Ge- 
neChip. However, during hybridization some of the Gene- 
Chips either completely failed to hybridize due to improper 
fragmentation, labeling, or washing or in some cases only par- 
tially hybridized, with a large number of uncalled bases being 
evident (data not shown). For these GeneChips, attempts were 
made to rehybridize with the same target cDNA previously 
used in hybridization experiments. Rehybridization of all five 
SARS GeneChips with fresh target was successful (Table 1). 

The base calls were determined with GDAS and RATools 
for each of the hybridized SARS GeneChips. These two pro- 
grams are implementations of ABACUS (4, 15). Since SARS is 
an RNA virus, the homozygote model was selected for the 
GDAS program at default settings to analyze the resequencing 
data. While using RATools for the base call analysis, the total 
threshold was set at 30 and the strand threshold was set at —2 
(4, 15). The default parameters values for both GDAS and 
RATools were roughly similar, which provided similar levels of 
base calling performance (4, 15). A base was scored as an 
“uncalled base” (N) when the ABACUS algorithm could not 
make a confident call for the same position on replicates. The 
“discordant calls” were those that varied between GeneChips 
and the data obtained from conventional sequencing. The per- 
centage of nucleotide sequence with high confidence across the 
genome was the “call rate,” and the “accuracy” was the total 
number of correct calls excluding the uncalled bases (Table 1). 

Although each SARS GeneChip was capable of resequenc- 
ing 29,724 bp of the complete genome of SARS-CoV, the 
present study includes the analysis of the results for 28,720 bp 
per GeneChip, excluding the last 1,004 bases of the SARS 
genome. Nine of the successfully hybridized SARS GeneChips 
revealed 94.6% bases of good quality calls (244,522 bp out of 
a total possible of 249,691 bp). The data generated by GDAS 
were similar to the RATools-based data. The distribution of 
quality scores across these base calls is shown in Fig. 1. The 
remainder of uncalled bases (Ns) was perhaps due to failure of 
long amplicons generated by RT-PCR. The repeatability and 
accuracy of ABACUS calls were evaluated by employing rep- 
licate experiments of independent amplifications of a SARS 
strain followed by hybridization with Affymetrix SARS Gene- 
Chips (Table 1). 

At the homozygote default settings, when the hybridized 
SARS GeneChip was analyzed individually or subjected to 
batch analysis or when all nine GeneChips were analyzed col- 
lectively, the number of uncalled bases (Ns) did not change or 
decrease. Within the successful hybridized region of Gene- 
Chips that produced good quality calls, the number of uncalled 
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FIG. 1. ABACUS quality scores for base calls in SARS-CoV. A quality score measures the difference in log; units between the likelihood level 
for the best base call model and that for the second best model (4, 15). Among all the bases, 94.6% possess quality scores that exceeded the 
threshold used in the study. 


bases varied from 261 to 1,108, with an average of 502.0 + call rate with increase in the number of replicates. The un- 
157.2 per GeneChip (Fig. 2). Further, the numbers of uncalled called bases of some of the SARS GeneChips were manually 
bases were almost the same in GeneChips hybridized with the verified by comparing the probe intensity (including the A, C, 
two SARS strains. Nevertheless, there was no improvement in G, and T bars of both forward and reverse strands) of the 
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FIG. 2. Distribution and frequency of uncalled bases across the nine SARS-CoV genomes resequenced. 
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TABLE 2. Genetic diversity across the five human 
SARS-CoV genomes 


Residue at position given® 


Position 4274119 


(Canada) 


AY278741 
(Urbani)* 


AY714217 
(CDC)? 


AY278491 
(HKU) 


AY278554 
(CHU) 


2601 
7746 
7919 
7930 
8387 
8417 
9404 
9479 
13494 
13495 
16622 
17564 
17846 
18065 
18974 
19064 
21721 
22222 
23220 
23445 
24872 
25298 
25569 
26600 
26857 
27827 


BAO er Arana PANDHAAAdNHANAMANNSA 
ANMHANFHAQOP ANNA AOHHANOHOSA 
FAO OMHAOHHAOPQONNHNAAOHNHANMONNNSA 
AARP OHPHRHHAOPePrPOHAOPFHAHANe|AAaAN 
QHOHOHPHOPFAPFAHANHANNNAOANNHH 


* Data based on four SARS GeneChips hybridized. 

» Data based on five SARS GeneChips hybridized. 

© HKU, Hong Kong SARS sequence from the University of Hong Kong; CHU, 
Hong Kong sequence from the Chinese University of Hong Kong. 


respective cell, and at none of the positions examined was the 
genetic polymorphism discernible (data not shown). Further- 
more, no discordant calls were evident among the nine hybrid- 
ized SARS GeneChips. Nevertheless, the number of discor- 
dant calls increased when the default homozygote model 
resequencing algorithm settings of GDAS were changed to 
more permissive base-calling algorithm settings (data not 
shown). Consequently, it is important to note that across the 
nine SARS-hybridized GeneChips, 100% accuracy was re- 
corded (i.e., there was less than 1 error in a total of 244,522 bp 
called). Furthermore, these high-confidence nondiscordant 
calls covered 90.2 to 96.5% of the genomes. 

Multiple alignments on the nine nearly complete genome 
sequences derived for CDC#200301157 and Urbani strains 
(this study) were aligned with the five published (AY274119, 
AY278741, AY714217, AY278491, and AY278554) human coro- 
navirus sequences. The analysis revealed a distinctly conserved 
pattern across the genomes of human SARS coronaviruses. 
However, 26 SNPs were evident across the five SARS-CoV 
strains. The CDC#200301157 and Urbani strains had 4- and 
7-point mutations, respectively, compared with the reference 
sequence from the Canada Genome Science Centre. Strain 
CDC#200301157 differed from the Urbani strain at seven po- 
sitions (Table 2). The analysis also confirmed that the se- 
quences generated by GeneChips for the two strains were 
identical to those previously generated by conventional se- 
quencing. 
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DISCUSSION 


The GeneChip-based hybridization assay is an emerging 
technology that has been used to study gene expression, SNP 
detection, mapping, genetic linkage, and genetic polymor- 
phism in various organisms. The earlier versions of GeneChips 
were developed with a 35- by 35-uwm feature size. Such Gene- 
Chips containing 25-mer probes complementary to the human 
mitochondrial genome (16.2 kb of sense and antisense DNAs, 
30.5 kb total) were used to identify SNPs in human genomes 
(2, 12). Subsequently, GeneChips with higher density and 
smaller feature size (20 by 24 um) were developed for rese- 
quencing and SNP detection that could screen 30 kb sense 
DNA and 30 kb antisense DNA on each GeneChip (13). The 
data derived from GeneChips were validated by sequencing 
the fragments on ABI sequencers and were found to be com- 
parable (5). More recently, a high-throughput platform of sim- 
ilar capacity was developed by NimbleGen (Madison, Wis.) 
that has the capacity to interrogate the complete genome of 
SARS-CoV (14). The SARS resequencing GeneChips used in 
this study had about 60-kb sense and antisense sequences com- 
plementary to SARS-CoV with a 20- by 25-j.m feature size. 

The high call rates obtained for SARS resequencing Gene- 
Chips (this study) were comparable to those reported for Ba- 
cillus anthracis resequencing GeneChips (15). However, the 
present study also illustrates a vexing problem with GeneChip 
resequencing, namely, the propensity for large numbers of 
uncalled bases (though not necessarily wrong calls) by the 
GDAS software at the Affymetrix resequencing platform. 
While resequencing some SARS isolates at the NimbleGen 
platform, which also employed the ABACUS algorithm for 
data analysis, the uncalled bases were also obvious (14). It was 
suggested that probes with low G/C contents hybridized weakly 
and in turn produced insufficient signals for base calling (14). 
Lower base calling has been reported in the regions of Af- 
fymetrix GeneChips with elevated frequencies of purines, 
which may reflect synthesis differences in the chemistries used 
by Nimblegen and Affymetrix (4). 

Minor differences were noticed in the cDNA sequences ob- 
tained by Affymetrix GeneChip and ABI cycle sequencing for 
human immunodeficiency virus type 1 samples. The Affymetrix 
GeneChips failed to detect the length polymorphism as the 
Affymetrix methodology utilizes the hybridization technique 
containing a defined array of oligonucleotides (11). Ambiguity 
in the results was explained by the Affymetrix GeneChip design 
being based on the sequence of a human immunodeficiency 
virus type 1 strain that lacked length polymorphism (11). Thus, 
the Affymetrix GeneChips can do resequencing but not de 
novo sequencing, and if a particular variation is not tiled as a 
reference, the additional insertion or deletion cannot be de- 
tected after hybridization, which should be confirmed by the 
conventional sequencing. 

Regardless of the uncalled bases, it is evident that the ge- 
netic variations in two SARS-CoV genomes characterized by 
SARS resequencing GeneChips are valid and are indicative of 
low genetic diversity across the genomes (Table 2). Multiple 
alignments on sequences of both SARS strains generated by 
Affymetrix SARS resequencing GeneChips (this study) and 
ABI sequencer (previous study) were identical. The SARS 
GeneChips should be useful in tracking genomic changes of 
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the pathogens over time and geography. These resequencing 
GeneChips were also found to be advantageous over the con- 
ventional sequencing in which a larger amount of genomic 
material is required for both amplification and sequencing. 
Thus, in future, this tool may be used more frequently to 
characterize clinical samples when the genetic material (DNA 
or RNA) is a limiting factor. 

In conclusion, the SARS resequencing GeneChip can be 
utilized to obtain genomic sequences of SARS-CoV. The Ge- 
neChip-based genome characterization was rapid and sensi- 
tive. Nucleotide sequences generated by these GeneChips 
were reproducible and precise over 94% of the genome. The 
SARS resequencing GeneChips were successful in detection of 
all known SNPs in the SARS-CoV isolates characterized. Re- 
sequencing by GeneChip hybridization should help in under- 
standing the transmission dynamics and epidemiology of 
SARS-CoV strains isolated from humans in different geo- 
graphic locations and time points. This new technique may be 
generalized as an effective tool for resequencing human-patho- 
genic genomes of public health importance in the future. 
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